MEDICAL DrATAERUY: 
4. Diathenny meane "to heat through"; and ie secured by 
; Passing high frequency currenta through tissues; 
the heat effect ie due to the natural resistance Le 
of the tissues to the pagsage of the current; the 


frequency of the current being so high does not 
elicit nevro=quecular response, 


B. Affects; 


1. Tissues are t ini formally throughout the part 
being within their physiological limita, 


1eréased blood supply. 


absorbed and resoved 


a benefitted. 
6 rewoval of neuro=toxina, 


> pelvis 36 hours before or after 


stage of pregnancy. 


; staze of healing fractures 


D. Technic; Methods of application; 
meee OF application: 


1. Plate & Plate Method: 


between two electrodes; if heating eff 
desired nearer one surface than the 


the part to be treated is sa 


the electrode on that surface 
of the two. (lfost desirable Met 





ese a 


ie 


- - 


Preparation of electrodes; 
1. Smooth block—tin electrodes on a per: e 


surface. ‘ 
2. Remove all sharp corners and wrinkles from Lec! 
3. Apply contact-nedium te both electrode and surf 
contact. 


Contact Medivan; 
Sodium chloride .. ceoee drams 1. 
Glycerine Gee aeeeseeeesse Ounces 4 
slightly to dissolve salt; 
olved salt to settle out; 
(as used) until salt supply 


attachnente securely in 
astic bandages. 
iazes clean and free of con= 


p; intensity control on lowest 


2 gradually advance intensity by - 
advance in first minute 
* gaximum intensity of sparke 
ty of spark-gap is about 
inch). After tro minutes 
and after two more minutes 
rde 7 
‘nutes advance Spark=gap 
“control to maximus for the treatment. 


The maximia-dose in sost cages oan be d 
by the patient's tolerance. When 
to be relied upon a safe limit « 
Square-inch can used as a guide, 

4 mJ 


4. Allow maxtiun dose to run for t. 





TI. SURGICAL DIATHERMY: 


A» Surgical diathermy is secured by passing high freq 
currents through tiseuee, heating them & 
their physiological limite, producing 


7 
tissue destruction, either by dehydration or “Ty 
coagulation. = 


B Affecte; 
7@ destruction of abnormal 


nels are sealed, preventing 
tasis or hezorrhage, 


led over in such a way 
seneitive; less shock 
ne postoperative and 


8 and highly com= 
used in or about 


ted blood vessels in 
treated. 
surgery; sutures and 
np e from tno to 


ed for increased sérous 


3% on the skin adjacent te the 
i must be insulated from the siin. 


D. Technic; 


1. The extent of destruction is determined by the 
and depth of the lesion. 
2. For superficial lesions a mono=polar cur: 
or mild intensity, with actual | 
lesion from the electrode. 
3» For lesions involving more h 
skin @ aono-polar rent 
nage, 





Spectrus snalysia of light energy; 


‘ 
bo) 
c). 

3. Diabetes (Treat v 


Cautions: 


THE SPECTRUM, 


LIGHT: 


APPLICATION 


balance. 


4 (0 ily temporarily), 


fractional dosage). 


heir derivatives. 


1 caution). 


lL. Protect tre eyes (black paper shades or 


Ly . * 
“ 


nipples (Only). 
uabilicus (#hen_ 





r bath. 2 
A 2 of treatments con 
The entire body (in the 0 
be radiated; front and back. 


Uses aub-erythena dose (eee Calibration 
tanning. 

Treatments are given on alternate days. Never 
& new reaction on an old one. Dont : 

An increase water in-put is advisible during course o 
treatinents. , 

nereass each treatment by one minute; 


r 


front and back. 





E. Sub-Erythena Dose; CaLI BRATION CHART 
————— 


Lae Ter 








(January 22, 1940.) 





Used in extreme toxic conditions: 
(Ses Calibration Chart). 


only. 
and back. 
only. 
and back. 
omical position - front only. 
5 & = back only. 
- front and back. 
~ increase by one minute and continue 
Tonic Ultra-Violet Light. 

















| Degree 2 Appearance i 
erythana of reaction 


Acti H | 


Essentially a metabolic 
stimulant, 


Eactericidal and granulating. 







Intense reddening 







Blistering 











ov crusts, scabs, 





per-cent alcohol 









h of the border 





(January 22, 1940) 










&. Applicators; 


l. Thoroughly cleanse quartz-window and quartz- 
applicator with alcohol. 

2. For contact treatment on skin, reduce exposure time 
two-thirds. Pe 

3. For contact treatment on mucus meabranes, reduc 
exposure time by one-half. 


“fie sil 












